iApproved For Release 20008 PCRER ROPE" B00878R001400030117-0 


SAPO 25044, 


C 2 of 5 
10 MeFeh 1958 


Deer Bids. 


It 4s requested that the following modifications be 
incorporated into the F Rack and proposals submitted if 
appropriate: (1) A change in chart speed, (which we 
wilerstand is being written as a proposal, estimated cost 
around $3,000), and (2) the provision of an outlet 
somnector for timing signais to be used with a separate 
Brush recorder, 


Mot considered as formal medifications are 4 change 
dn the chart feed to prevent paper stickage and the pro= 
vision of better serco-offset correction on the moving pen 
amplifier which should be incorporated before the F Rack 
4s acceptable. The chart speed change can probably be 
provided as a field mod kit. 


Sincerely, 
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